Introduction: Quality control is an essential component in every clinical laboratory which maintains the excellence of laboratory standards, supplementing to proper disease diagnosis, patient care and resulting in overall strengthening of health care system. Numerous quality control schemes are available, with combinations of procedures, most of which are tedious, time consuming and can be "too technical" whereas commercially available quality control materials can be expensive especially for laboratories in developing nations like Nepal. Here, we present a procedure performed at our centre with self prepared control serum and use of simple statistical tools for quality assurance.
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INTrODUCTION
Verification of laboratory standards is done through the process of accreditation which is in turn relies on its results. Laboratories can be assessed on their three phases of functioning, Pre-analytical, analytical and post analytical phases. 1 While pre-analytical and postanalytical errors are more managerial issues, Internal Quality Control (IQC) and External Quality Assessment (EQA) schemes can monitor the analytical variability (both imprecision and inaccuracy). expensive and can be "too technical" especially for small and middle scaled laboratories. 4 In this study we try to highlight on a simple quality control procedure that can be run by laboratories on a small scale, with minimum technology and yet improve reliability and validity of their test reports.
METHODS
This study is a prospective analytical study, performed in the Clinical Laboratory of College of Medical Sciences Teaching Hospital. IQC tests were performed based on biochemical tests from the pooled sera, run every day for a month from 1 st August 2012 to 31 st August 2012.
Pooled Sera Preparation:
The pooled serum for quality control was prepared as per World Health Organisation (WHO) recommended protocol for preparation of stabilized liquid quality control serum to be used in clinical chemistry with some modifications. 2, 5, 6 One major adaptation is on the use of serum of patients instead that of healthy individuals for preparation of pooled serum. After collection, the sera was mixed properly for complete homogeneity, screening was done for HBsAg, Anti-HCV antibodies and Anti-HIV antibodies using commercially available kits. This sera was divided into forty different aliquots, one ml each stored at -8 degrees for future use.
Each of this liquid control serum was thawed completely every morning, and tests were run as a new lot of normal control on Hitachi 902 Automatic Analyzer (®ROCHE) and HumaLyte Plus 3, Ion-Selective Electrolyte Analyzer for analysis of the following 12 routinely analyzed constituents on the instruments (Table 1) . Test parameters were chosen on the basis of frequency, test methods, including both enzymatic and non enzymatic procedures and electrolytes. 
rESULTS
The biochemical parameters of locally prepared control sera obtained through-out the month were analysed for their distribution. Levey-Jennings control charts and Westgard Rule are the commonly employed, well understood quality control procedures which are possible only with normally distributed data and give rise to a wide range of possible control charts that can be further used. 2, 3 For our IQC we consider common QC rules (Table 2) . Mean, standard deviation (SD), and co-efficient of variation (CV) of the 12 measured biochemical parameters were calculated for 31 days (Table 3) . LJ charts for Glucose, Uric Acid, Sodium and ALP (Figures 1-4 ) have been chosen here to demonstrate typical cases of errors detected including a normal standard LJ chart.
LJ chart of Glucose demonstrates 8X error starting from day 13 to day 20 where all the values are on the same side of the mean (102 mg/dl) regardless of the specific SD in which they are located ( Figure 1 ). This depicts a systemic error in our system, which is a warning for maintenance of the system, and which if is in control, patients' reports on those days can be reported otherwise reports should be discarded and tests re-run after proper maintenance.
LJ chart of uric acid depicts violation of 3-1s rule consecutive results lesser than 1s, on the same side of the mean on days 7-9, where the consecutive results are lesser than the mean-1s value (5.2-0.40). This denotes a systematic error, warning for maintenance of the system, reports of that day can be dispatched if the system in under control (Figure 2 ). LJ chart of ALP displays violation of 1-3s rule on day 10. A single result beyond -3SD generally denotes a random error or a significant systematic change. Test results should be rejected on that particular day, and reassessed for source any random error if no significant changes in system have been done (Figure 4 ). DISCUSSION WHO (1981) has defined IQC as procedures undertaken by the staff of a laboratory to assess laboratory work and the emergent results, in order to decide whether they are reliable enough to be released which control the laboratory outputs. 9 Despite the well accepted importance of IQC program for every clinical laboratory, laboratories in many developing nations are disadvantaged because of high cost of imported commercial quality-control materials and lack of expertise needed.
In our country, previous studies have shown that QC procedures are not practiced in majority of the centres.
Here, clinical laboratories are overwhelmed by huge burden of workload. Inadequacy of knowledge, high cost of control materials and complexity of procedures are major obstacles for good laboratory practice. Commercially available quality control materials have to be imported from abroad. 10, 11 This study demonstrates how a homemade control material can be used for QC procedures. It also demonstrates a simple method of interpreting and analysing the output to guarantee the validity and reliability of the system. Preparation of pooled serum is easy, inexpensive and can be done even at small scaled centres and by the use of simple statistical tools, a very comprehensive quality control can be achieved. This also avoids the complexities, sources of errors associated with pre-analytical and post-analytical handling of commercial controls.
Our procedure simply relies on ±2 SD, comparison along with the mean, this procedure allows us to monitor our system but it does not allow us to calculate Total error or bias of our system. Some of the clinically significant errors can still be missed, and misleading patient results can be reported if our system as a whole is not functioning properly, and our mean is far from the true value to be reported.
According to WHO protocol for preparation of stabilized liquid quality control serum, it is recommended to extract serum from blood of healthy volunteer. However, this recommendation was not feasible in our context due to the scarcity of fresh blood from healthy individuals. We instead used serum of patients visiting our lab for investigations. Quality control procedure is a continuous process which should be run every day as a routine practice; but here we are only able to present a month's scenario. One of our other limitations is the lack of authentication of QC procedures by comparing with external quality control programs and commercially available kits.
CONCLUSIONS
This quality control procedure demonstrates that quality control practices can be performed on small scale with minimum technology, expertise, expenditure and within minimum time frame. Integrating simple control procedures into practice can lead to strengthening of laboratory services and overall better health care system, especially in a resource deprived nation like Nepal. Such practices should be encouraged to be conducted in a routine basis in every clinical laboratory of Nepal.
